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Summary 

A multiple manometer designed to integrate automatically 
the pormal force over an airfoil section is described and its 
mathematical theory explained. The development of this in- 
strument was conducted at the Langley Memorial Aeronautical 
Laboratory. 



Introduc t ion 



The summation of pressure measurements to obtain total 
loads on any object exposed to an air stream usually involves 
extensive calculations. For example, the customary procedure 
in the reduction of data on the distribution of pressure over 
the surface of an airfoil is, first, to integrate the pressures 
obtained at a series of points located along certain "sections" 
taken parallel to the chord and, second, to integrate these 
"section loads" along the span to obtain total wing loading. 
Thus, for every individual set of pressure measurements made, 
one integration has to be performed for each section along 
which pressures have been measured and one to combine these 
section loads into a total wing load. 

In an extensive research when such summation is carried 
out with graphical integrating machines (as is usually the 
case) it is obvious that a very large number of man-hours is 
necessary to compute the required results. To eliminate the 
greatest possible amount of this kind of work, when the dis- 
tribution of pressure over each section is not of importance, 
the National Advisory Committee for Aeronautics has developed 
and used the manometer herein described for the automatic in- 
tegration of wind tunne] pressure distribution data. This in- 
strument gives total section loads automatically, leaving only 
one integration to be done to determine the total wing loading. 
It is impossible to obtain pitching moments, but it may be seen 
from Reference 1 that this also could be accompl ished by use of 
additional manometer units working on the same principle as 
those described. 
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Discussion 



The mathematical 'basis for the design of a manometer built 
to indicate automatically the normal force coefficient of an 
airfoil of unit span is the general expression, 



where 



I f (x) d x 
_o 

q c 



Cjj 1 = the section normal force coefficient, 



(1) 



/ f (x) d x = the summation of the forces normal to 
o the chord, 

q = the dynamic pressure, 

an d c = the length of the chord. 

The exact solution of this equation "by graphical integra- 
tion of f (x) d x would he possible if a curve representing 
the true pressure distribution could be plotted. Similarly, 
if the equation of the curve were known, exact analytical in- 
tegration might be possible. In practice neither the true 
curve nor its equation can be obtained, but approximate graph- 
ical integration of a smooth curve drawn through a limited 
number of known ordinates of the true curve has proved suffi- 
ciently precise. 

A study of several methods of numerical integration has 
shown that a certain application of Gauss 1 method gives re- 
sults agreeing very closely with graphical integration. The 
fundamental equation of this method is the approximate inte- 
gral , 



where 



r 

o 



f (x) d x = H 



y + H 

J 1 2 



H 



(2) 



- - - H n are factors depending upon the spacing 

of the ordinates and having the dimension of length. 

- - _ y are ordinates of the true curve at certain 

specified absc is sas . 

= the number of ordinates. 



A manometer designed to perform the summation of the prod- 
ucts indicated in this equation and thereby to give an approxi- 
mate solution of equation (l) is shown schematically 
1. In this figure, A = total free surface area 
nometer reservoir. Individual manometer tubes have areas, 



in Figure 
of the ma- 
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H 




where > - a constant having the dimension l/length. The 
liquid heads "balancing the pressures at the wing orifices are, 

*i y n 

and Y - the change in head in the reservoir, L ! - L, 

due to the displacements in the tubes. 

A small auxiliary tube not shown in the figure indicates Y 
which, as demonstrated "below, is a measure of Cjj 1 on the single 

surface, upper or lower, to which the manometer is connected. 

Equation (2), written in terms of the tube areas, gives 

7° f (x) d x = k m l y 1 + k a 2 y 3 + k a n y n 

= k(a x 7 X + a 2 y 2 + - - - a n y n ) (3). 

The total volumetric displacement in the tubes relative to 
the original liquid level L ! must equal the corresponding dis- 
placement in the reservoir A Y, giving the relation, 

AY = s 1 (y 1 - Y) + a 2 (y 2 - T> # a n (y n - Y) . 

Expanding this expression and rearranging the terms gives 

a, y x + a 2 y 2 + a n y n = [(a, Y + a 2 Y + a n Y) + A T] 

which, when substituted in equation (3), results in the fol- 
lowing integral expressed in terms of the single variable Y: 

f° f (x) d x = k[(a, Y + a Y + - - - a n Y) + A Y] . 

O 12 

Integrating, this equation "becomes, 

f (x) - k[Z(a Y) + A Y] = k(Z a + A) Y 
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where f (x) is the area of the section normal force diagram 
for one surface. Hence, from equation (l), 

= f (x) = k(? a + A) y 
s q c q c 

or, placing k{J2_a_+_A)_ g 

c 

<%« = ^ (4). 

j. 

In other words, the normal force coefficient equals the 
change in height of the liquid in the manometer reservoir, times 
a constant, divided by the dynamic pressure expressed in consist- 
ent units. 

It has "been pointed out that the above method of automatic 
integration applies only to the section pressures over one sur- 
face of the airfoil. Therefore, it is necessary to have a simi- 
lar manometer to integrate the pressures over the other surface. 
It is apparent that the algebraic difference of the displace- 
ments, Y upper and Y lower in the two manometers, multiplied 
"by the constant, K/q gives the total section normal force co- 
efficient • 

The manometer assembled for use in the investigation re- 
ported in Reference 2 is illustrated in Figure 2, Pressures 
were measured over five sections along the span of the airfoil 
model. The orifices on the upper surface were attached to the 
manometer units on the right and those on the lower surface to 
the units on the left. The "indicating tube" rack is seen in 
the center. Records of the liquid heights in these tubes were 
obtained as shadowgraphs on sheets of photostatic paper placed 
against the lower surface of the tubes. 

Figure 3 shows the details of construction of two sample 
manometer units. Both parts of each unit were made of steel 2 
inches thick. The outside diameter of the inner "block and the 
recess in the outer "block were accurately machined so that when 
they were assembled, as shown on the right in the figure, the 
annular space "between them served for the reservoir of the 
specified area. Small plugs set into the "bottom of the recess 
supported the inner "tube block" so that free circulation of 
alcohol to the individual manometer tubes was obtained. The 
latter, as shown on the left of the figure, were holes reamed 
in the tube block. Their upper ends were sealed by steel plugs 
carrying nipples to which rubber tubes leading to the wing model 
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were attached. The short tube extending from the bottom of the 
outer "block was connected "by suitable glass and rubber tubing 
to the indicating tubes seen in Figure 2. Table I gives the 
constants of integration for the tube spacing indicated and the 
corresponding critical dimensions of the manometer. 



The manometer described above was designed for use with 
mercury for a manometer liquid. Service results showed this 
medium to be unsatisfactory and alcohol had to be used instead. 
However, with special precautions to insure absolute cleanliness 
of all parts of the apparatus and to prevent the formation of 
oxide films on the free surfaces, mercury could be used. 

Some transparent material would be preferable to steel for 
construction of the tubes. With steel, checking of the manom- 
eter for leaks and blocking requires special apparatus, and ob- 
servation of the liquid levels during a test is never possible. 
Slightly oversize, uniform bore glass tubing, corrected for 
exactly the proper internal area by means of inserted wires, 
would probably be satisfactory. 



Langley Memorial Aeronautical Laboratory, 

National Advisory Committee for Aeronautics, 
Langley field, Va. , April 17, 1931. 



Suggestions for Future Design 
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TABLE I 
Manometer Specifications 
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♦From Reference 1. 
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Fig.l Schematic diagram of integrating manometer. 
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